REVISED

9:15 am, Jun 17,2009

MISSOURI DEPARTMENT OF HEALTH
STATE PUBLIC HEALTH LABORATORY

DATAMASTER MAINTENANCE REFORT GHQ Academy

Comprele this report in duplicate at the time of the regular monthly prevantive maintenance chack, and whenever instrument
Is repaired. Send copy o Bepartment of Health; retain orlginal in department {lle.

DAYAMASTIER SN DATE OF INSPECTION
204082 6/4f2008 o7
LOCATION OF INSTAUMENT (STREET AND CITY) TIME OF INSPEGTION
1510 E, Etm St,, Jefferson City 13:57

CHECKLIST: Place a ¢heck {v} to the left of each item if found to be satisfactory or if operaling within estabtished limits. (Write
in observed values where determined.} Unchecked llems musl be correctad betore using Instrument,

DIAGNOSTIC CHECK (PRINTOUT ATTACHED)

fv] COMPUTER DETECTOR

PROGRAM _ FILTERS

HEATERS SAMPLE CGHAMBER  +49°C QUARTZ STANDARD
B FLOW DETECTOR CALIBRATION

W] PUMP HIGH SPEED PRINTER

) INDICATOR LIGHTS

] TIME AND DATE 13:35 61'21'2009

M SIMULATOR TEMPERATURE (34 9C + 0,2°C)  +34.16°C

CALIBRATION GHECK -
Aun three tests using a standard solutlen. All three tests must be within 4 5% of lhe standard value and must have a
spread of 005 or less, Check the box carresponding 1o the slandard solullon belng used. (PRINTOUT ATTACHED) (USE
REGIRCGULATION PUMP}
[70.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
V] 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0,042% INCLUSIVE
{QNLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT) .

JESTi .039 TEST2 039 TESTS ™ 039

PERFORM R.F.I, TEST {(PRINTOUT ATTACHED}

NUMBER OF REFUSALS, SINCE LAST MAINTENANCE REPORT, AND NUMBER OF BREATH TESTS IN EACH RANGE AS
FOLLOWS: (DO NOT INCLUDE SIMULATOR TESTS)

REFUSALS 0 |{0-.04) 0 (.05-.09) 0 ,(.10-.14) 0 {.16-.19) 0 (Over .19) ¢]

List any new parts and describe any alteration or modification that was made to restore the instrumenl to operate salisfaciorily
and within established limits {use other side if necessary)
Upgraded firmwara from 12-15-1990 to 04-07-2008. Resst time of instrument (DST). Recatibrated instrument.

Guth Laboratorles, tot #09010, explring 1/6/2010

SIGNATUAE PAINT NAME
» ) A, Dewayns D. Carver
TYPE Il PEAMIT MLLIER)] TIPN DATE S v TELEPHONE NUMBER
72021 10/29/2009 (673) 751-4722
MO 550-1488 (3-94) ANGQUALOP?OH FUNITY/AFFIRMATIVE AGTION EMP\O\'ER irh 115

pricus provded Qi & nondscilmiationy b




®
@ GUTH LABORATORIES, INC.

§%0 NORTH &7th STREET ® HARRISBURG, PA 17111- 4511 ® TELEPHONE: 717.564-5470

CERTIFICATE OF ANALYVYSIS
Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 09010 of
Alcohol Reference Solution for Simulator were analyzed by
gas chromatography and found to contazn 0.0482 percent
(wivol) ethyl alcohol. The expiration date for this Iot
number is January 6, 2010 at 11:59. PM.

When used in a calibrated Simulator, operating at
34°C +/. ,2°C, this solution will give a breath alcohol
analysis instrument reading of 0.04 percent BAC.

The ‘alcohol and water used in this solution were

free of test interfering substances,

<7

Ted L. Pauley, President
GUTH LABORATORIES, INC,



FACE THIS SIDE DOWN - THIS EDGE IN FIRST
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| SAMPLE CHAMBER: -

OKRY |

CELOM DETECTOR: . o

OKAY

PUMP

BAC DataMaster
- Evidence Ticket

-MISSOURI STATE HIBHWAY PATROL

-FACE-THIS SIDE DOWN THIS EDGE IN FIRS']

BHC DATAMASTER SERIAL NUMEER 20408c

@6-B4.-.05

©TESTIMG OFFICER:

BLANK TEST

CARVER/DEWRYNE~D

_OFFICER 1.D.: Cdi

PERMIT MUMBER: vV2B219
EXPIRATION DATE: 1G-.29769

MISCELLANEGUS DATAR

.84 VAPOR CRLIEBRATION CHECR

 GUTH LABS LOT 93618 EXP 16,261

-—— SUPERVYIZOR MODE ---

- 983

- INTERMAL STAWDART VERIFIED-
" EXTERHAL STANDARD . 832

BLAHK TEST . B8

EXTERNAL STANDARL - 839

BLAMK TEST Geg

EWTERMAL STAHDARD « 39

BLAMK TESTY  Bed

ﬁﬁA_JH = 3
SIH. = .1
AVE. = .B3%9

g .

12159
1359
13:59

141688
i4:60

i4:01

14161
idiog

HIGH SPEED: .

oKAY

DETECTOR:
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' OPERATOR SIGNATURE

Card Stock No.

60021

" REORDER ALL SUPPLIES FROM NP AS,

B DAV A0S MAMOENR U d4nne

BAC DataMaster
' _Ewdence Ticket

HISSDURI STHTE HIBHWAY PRTROL

BAC DRTAMASTER SERIAL NUMBER 394986 .

B6-84.89

ARREST TIME: 98:06

‘VDDBi

. BUBJECT NAME:

%

gi-91-s01 SEX: M

CSTRTEAD.L.3 H¥oX
. ARRESTIMG OFFICER: -

¥

" OFFICER 1.D.: X

TESTING OFFICER:-
CARYER/DEMAYNE-D

“'DFFICER I.D.: C41

- _"_";lSUBJECT SAMPLE

PERMIT HUMBER: 7FEE21S

'EXPIRATION DATE: 18/29/8%

MISCELLANEOUS DRTAS
RFI TEST

—-—‘BREﬁTH ANALYSIS ——=' -

BLANK TEST ope
INTERMAL STRANDARD YERIFIED
. BE0

RABIO INTERFERENCE

. FACE'THIS SIDE DOWN - THIS EDGEIN FIRST

14104
141084
144



State of Missouri
DEPARTMENT OF HEALTH

PERMIT
S TYPEN

DEWAYNE D. CARVER

is hereby authorized to Instruct and supervise operators, traln instructors, Inspect,

- calibrate, perform fieid repairs, and operate the following breath analyzer(s):

DATAMASTER

-for the determination of the alcoholic co'ht-e'ﬁt of blood j%f;o_m a sample of expired (alveolar)

air, Issued under the provisions of sections 577.020 through §77.041, RSMo 1986.

owe, . LO/29/07 T L ps e el

" Director of State Publlc Health Laboratory ~ . -

Nunw-t-t‘ner';'zzgz_l_g___.,_ﬂ
expires -1 0/29/2009 | —
. Director, Depariment of Health ~ .

MO 580-0771 (7-68) Lab, 4 (R7-85)




